JKSS 

Journal of the Korean Surgical Society 



Antiadhesive effect and safety of sodium hyaluronate- 
carboxymethyl cellulose membrane in thyroid surgery 

Dong Sik Bae*, Jung-Woo Woo 1 *, Se Hyun Paek 1 , Hyungju Kwon 2 , Young Jun Chai 1 , Su-jin Kim 1 , June Young Choi 2 , Kyu Eun Lee 1 , 
Yeo-Kyu Youn 1 

Department of Surgery, Inje University Haeundae Paik Hospital, Inje University College of Medicine, Busan, 'Department of Surgery, 
Seoul National University Hospital, Seoul, department of Surgery, Seoul National University Bundang Hospital, Seongnam, Korea 



Purpose: A number of researchers have suggested the use of sodium hyaluronate 
carboxymethyl cellulose (HA-CMC) membrane for preventing postoperative 
adhesion. This study evaluated the antiadhesive effect and safety of HA-CMC 
membrane in thyroidectomy for papillary thyroid cancer. 

Methods: One hundred sixty-two patients who underwent thyroidectomy were 
prospectively randomized. In the study group of 80 patients, the 7.5 cm x 13 cm 
HA-CMC membrane was applied to the operative field after thyroidectomy. The 
subjects were asked about complications including adhesive symptoms using an 
8-item questionnaire at 2 weeks, 3 months, and 6 months after surgery. In addition, 
items on the appearance of neck wrinkles and scars were evaluated by a physician 
who had no information about the patient's allocation. 

Results: There were no significant differences in complications such as swallowing 
difficulty, and wrinkles between study and control groups. Both groups presented 
significantly decreased scores over time in swallowing difficulty, and wrinkles. 
There were no complications regarding the HA-CMC membrane. 

Conclusion: The antiadhesive effect of HA-CMC membrane in thyroid surgery is 
still uncertain, although it is biologically safe. Further investigation is needed to 
confirm the antiadhesive effect of HA-CMC membrane in thyroid surgery. 



INTRODUCTION 

Thyroid cancer is the most common cancer in Korea [1]. Papillary thyroid cancer 
(PTC) is the most common but least aggressive histologic subtype of thyroid cancer. 
Most patients with PTC have an excellent prognosis. These excellent prognoses 
accentuate the lower complication rate of thyroid surgery and the improved 
postoperative quality of life. Many studies have evaluated the major complications 
of thyroidectomy, such as hypoparathyroidism and recurrent laryngeal nerve injury, 
but postoperative adhesive symptoms have been overlooked in those previous studies. 
Many patients complain of adhesive symptoms including swallowing difficulty or a 
pulling sensation during neck extension [2], Moreover, internal adhesion scars after 
neck surgery are often externally visible (Fig. 1). 

Numerous antiadhesive agents such as nadroparine calcium and aprotinin have 
been introduced. Barrier agents such as a sodium hyaluronatecarboxymethyl cellulose 
(HA-CMC) membrane (Seprafilm, Genzyme Co., Cambridge, MA, USA), HA-CMC 
solution (Guardix, Hanmi Medicare, Seoul, Korea), and an oxidized regenerated 
cellulose barrier (Interceed, Ethicon Inc., Somerville, NJ, USA) have also been used. 
The efficacy of these agents has been evaluated exclusively in the peritoneal and 
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pelvic cavities. Studies on these agents have primarily focused 
on evaluating abdominal or pelvic pain, as well as intestinal 
obstructions and infertility [3-8], 

An HA-CMC membrane (Seprafilm) was developed 
to reduce the formation of postoperative adhesions. Each 
chemical constituent in the solution has been shown to prevent 
the development of adhesion [9]. 

As far as we know, this is the first randomized double- 
blinded prospective study to evaluate the antiadhesive effect 
and safety of HA-CMC membranes in thyroidectomy. 

METHODS 

Patients 

Between February and November 2011, 192 patients who 
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Fig. 1 . Postthyroidectomy adhesion. A noticeable scar and marked sunken wrinkles 
above the scar are evident (pictured at postoperative month 3). 



underwent total thyroidectomy due to micro-PTC smaller 
than 1 cm, which was confined to thyroid tissue, were initially 
enrolled in this study. Age of patients ranges from 20 to 70. 
All operations were done by a specialized endocrine surgery 
team (Y.Y.K., L.K.E., C.J.Y.). The number of patients enrolled 
was calculated based on a previous study that had used a HA- 
CMC solution [2]. 

Patients were excluded if they had a history of previous 
neck surgery, radiation exposure, an uncontrolled medical 
illness causing swallowing difficulty like stroke or drug 
abuse. Following approval by the Institutional Review Board 
(IRB No. H-101 1-009-338), all patients gave their written 
informed consent to participate in the study. The patients were 
randomized with 96 patients in both the study and control 
groups using a web-based randomized allocation protocol. 

Twenty patients were dropped because of lateral lymph 
node dissection during the operation; 6 were dropped because 
of loss of follow-up in the outpatient department; 3 were 
dropped because their final pathologic reports were benign 
follicular neoplasm, and one patient was dropped as the 
patient's operation was cancelled due to the development of 
anaphylactic shock before the operation. Thus, finally, the 
study group and control group consisted of 80 and 82 patients, 
respectively. All patients and the examiner were blinded to the 
group allocation. 

This system used a 4 x 6 random permuted block operated 
by the Medical Research Collaborating Center (MRCC), Seoul, 
Korea. Randomization was done after the completion of 
hemostasis and before closing the strap muscle with a double 
blinded method. 

Antiadhesion 

HA-CMC membranes (Seprafilm) are nontoxically dena- 
tured polysaccharides composed of hyaluronic acid and 
carboxymethyl cellulose. This material transforms to a 




Fig. 2. Application of hyaluronate carboxymethyl cellulose (HA-CMC) membrane after total thyroidectomy. 
Subflap application of the HA-CMC membrane. HA-CMC membrane is rapping strap muscles in neck. 



i HA-CMC membrane is rapping trachea in operative bed. IB) 
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hydrophilic gel in a wet environment within 48 hours and 
then functions as a protective coat for 7 to 30 days. HA-CMC 
membranes degrade within 1 month in vivo. 

Each patient in the initial study group had a 7.5 cm X 
13 cm HA-CMC membrane applied to the operative field: 
the thyroid bed, around the trachea, and the flapped area 
beneath the platysma (Fig. 2). Patients in the initial control 
group did not have the HA-CMC membrane applied. At 2 
weeks, 3 months and 6 months postoperatively, complications 
including swallowing difficulty, wrinkles, and inflammation 
were assessed using 8 items (Table 1). Among these items, 
swallowing difficulty and wrinkles are items concerning 
the antiadhesive effect of the HA-CMC membrane, and 
inflammation is an item regarding the safety of the HA- 
CMC membrane. At each assessment, a physician who did not 
know the allocation of the patients examined the patients and 
described their scores on neck wrinkles. 



Table 1. Items used to assess postoperative complications after thy- 
roidectomy 

Question Score 

1. Swallowing difficulty 

1-1. Difficulties in swallowing saliva 1-2-3-4-5 

1-2. Difficulties in swallowing water 1-2-3-4-5 

1- 3. Difficulties in swallowing food 1-2-3-4-5 

2. Wrinkle 

2- 1. Severity of wrinkle (patient's finding ) 1-2-3-4-5 
2-2. Severity of wrinkle at resting (physician's finding ) 1-2-3-4-5 
2-3. Severity of wrinkle at extension (physician's finding ) 1-2-3-4-5 

2- 4. Severity of wrinkle at swallowing (physician's finding) 1-2-3-4-5 

3. Inflammation 

3- 1. Inflammatory change on the neck (physician's finding) 1-2-3-4-5 



Table 2. Clinical characteristics of patients in the control and study group 



Characteristic 


Study group 
(n = 80) 


Control group 
In = 82) 


P-value 


Sex 






0.920 


Male 


18 


19 




Female 


62 


63 




Age (yr) 


52.29 ± 10.46 


49.48 ± 10.32 


0.087 




(23-70) 


(24-69) 




Duration of operation (mini 


86.99 ± 21.47 


87.73 ± 23.54 


0.834 




145-1701 


(38-1751 





Values are presented as mean ± standard deviation (range). 



Statistical analysis 

Statistical analysis was performed using IBM SPSS ver. 
18.0 (IBM Co., Armonk, NY, USA). A repeated measures 
analysis of variance (ANOVA) test was used to analyze the 
changes in complications between the different postoperative 
periods and to compare complications between the study and 
control groups at each postoperative time point. Continuous 
variables were expressed as the mean ± standard deviation, 
and statistical significance was defined as P < 0.05. MRCC 
provided advice on statistical analyses and illustration of 
graphs. 

RESULTS 

The clinical characteristics of the final 162 patients included 
in this study are presented in Table 2. The two groups were 
comparable with regard to sex, age, and operation time. There 
were no major complications such as bleeding, inflammation, 
aspiration, or dyspnea. 

Table 3 presents minor complications such as swallowing 
difficulty and wrinkles. There were no significant differences 
between the study group and control group. The distribution 
pattern was not a normal variation; therefore, the repeated 
measures ANOVA test was used to analyze the changes in 
complications between different postoperative periods and 
to compare the complications between the study and control 
groups at each postoperative time point. 

Table 4 presents the results of the repeated measures 
ANOVA test for swallowing difficulty and wrinkles, respec- 



Table 3. Complications after total thyroidectomy 





Study group 
In = 801 


Control group 
In = 82) 


P-value 


2 Weeks after surgery 








Swallowing difficulty 


4.88 ± 1.912 
(3-12) 


4.67 ± 1.678 
13-10) 


0.471 


Wrinkle 


5.88 ± 1.649 
(4-12) 


5.72 ± 1.289 
(4-11) 


0.504 


3 Months after surgery 








Swallowing difficulty 


3.58 ± 0.991 

(3-6) 


3.52 ± 0.919 
(3-7) 


0.736 


Wrinkle 


5.06 ± 1.408 
(3-10) 


4.89 ± 0.956 

(4-7) 


0.363 


6 Months after surgery 








Swallowing difficulty 


3.35 ± 0.813 

13-6) 


3.24 ± 0.579 
(3-6) 


0.339 


Wrinkle 


4.60 ± 0.989 

(4-81 


4.43 ± 0.786 
(4-7) 


0.218 



Values are presented as mean ± standard deviation (range). 
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Table 4. A repeated measures ANOVA test for swallowing difficulty and wrinkle 







Swallowing difficulty 






Wrinkle 






T 


Degree of freedom 


P-value 


T 


Degree of freedom 


P-value 


Group 


0.177 


1 


0.6744 


0.226 


1 


0.6347 


Time 


157.14 


1.63347 


<0.0001 


229.487 


1.92526 


<0.0001 


Group x time 


0.066 


1.63347 


0.9354 


1.523 


1.92526 


0.4490 



ANOVA, analysis of variance. 
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Fig. 3. Swallowing difficulty score |A) and wrinkle score IB) at each postoperative time point. The scores significantly decreased over time (P < 0.0001). A repeated 
measures analysis of variance test was used to analyze the changes in complications between different postoperative periods. Each box shows the range from the 25th 
percentile to the 75th percentile. Mild outliers are any score more than 1.5 * IQR from the rest of the scores and are indicated by open dots. IQR stands for "interquartile 
range", and is the middle 50% of the scores. Extreme outliers are any score more than 3 * IQR from the rest of the scores and are indicated by stars. 



tively. Both swallowing difficulty and wrinkles decreased over 
time (P < O.OOOl), but use of the HA-CMC membrane was 
associated with neither swallowing difficulty nor wrinkles. 
There were no significant differences between the study and 
control groups. Fig. 3 shows these results for swallowing 
difficulty, and wrinkles. 

DISCUSSION 

The aim of this study was to evaluate the antiadhesive 
effect and safety of HA-CMC membranes in thyroidectomy. 
We showed that there was no significant difference in the 
total adhesion score between patients to whom the HA-CMC 
membrane was applied during surgery and the control group. 
This is believed to be the first prospective double-blinded 
randomized controlled study to evaluate the effects of HA- 
CMC membranes in thyroid surgery. 

An ideal adhesion barrier should be degradable and not 
cause a foreign body reaction, impair wound healing, or 
promote infection [10]. To prevent contact between the injured 
areas, a barrier agent should remain effective for an adequate 
amount of time to allow reestablishment of the mesothelium 
[8]. 

Postoperative adhesion formation causes significant surgical 



morbidities such as intestinal obstruction, infertility, and 
complicated reoperations and continues to be an economic 
burden on the healthcare system [11,12]. Many factors, 
including trauma, ischemia, foreign material, and deposition 
of blood contribute significantly to the risk of postoperative 
adhesion formation [13,14], Adhesion barrier devices that are 
used to separate tissue surfaces and prevent adhesions are 
an increasingly accepted adjunct to abdominopelvic surgery. 
Many studies have shown the antiadhesive effect of HA- 
CMC in animal models, human abdominal surgery, human 
facial surgery, human esophageal surgery, human breast 
surgery and human craniotomy [15-22]. Among them, there 
were interesting studies on a novel antiadhesive film based on 
cross-linked carboxymethylcellulose and atorvastatin, with 
that of sodium hyaluronate-carboxymethylcellulose [23,24], 
They reported an equivocal or more improved antiadhesive 
effect of the novel material. 

We speculated that the HA-CMC membrane did not have an 
antiadhesive effect in thyroid surgery because the membrane 
type antiadhesive material did not have a lubricating effect 
between the neck muscles. There is no natural barrier in the 
neck space in contrast to the abdominal cavity where the 
peritoneum functions as a natural barrier. In the abdominal 
cavity, membrane type antiadhesive materials may be enough 
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to prevent adhesion between the peritoneum and bowel since 
the peritoneum may separate organs during healing. However 
in the neck space, both separation and lubrication could be 
necessary to prevent adhesion since there is no natural barrier 
like the peritoneum. Thus, the HA-CMC membrane may not 
be an ideal antiadhesive material in thyroid surgery compared 
to the HA-CMC solution. The HA-CMC solution showed a 
little antiadhesive effect although there was no significant 
effect [2]. 

There were no complications related to the application of 
the HA-CMC membranes in the study group. The HA-CMC 
membrane has been shown to be safe for use in abdominal or 
pelvic surgery, with respect to abscess formation, pulmonary 
embolism, and foreign body reactions. The HA-CMC 
membrane also did not have adverse effects on the oncological 
outcome of adjuvant therapy [7]. However, wrapping the 
sutures or staple line of a fresh bowel anastomosis should 
be avoided due to the increased risk of sequelae associated 
with anastomotic leakages [13]. Considering our results and 
the absence of such anastomosis in the operative field, it 
appears that the HA-CMC membrane is safe for application in 
thyroidectomies. 

Most patients in the present study showed signs and 
symptoms of postoperative adhesion to some degree. 
Primarily as a result of the loss of normal tissue planes 
caused by postoperative adhesion, a second thyroid operation 
is associated with a high rate of complications, such as 
hypoparathyroidism and recurrent laryngeal nerve injury [25]. 

At present, there is no reliable method for measuring the 
adhesion grade, and we could not do anything other than use 
a questionnaire with a visual analogue scale, which is the 
limitation of this study. 

Age may be an important factor to adhesion, so subgroup 
analysis was done with the cutoff value of age 50. However, 
there was no significant difference in subgroup analysis. The 
P- value of swallowing difficulty were 0.164 in age <50 group, 
and 0.963 in age >50 group. And the P-value of wrinkle were 
0.872 in age <50 group, and 0.437 in age >50 group. 

In conclusion, the present study shows that the signs and 
symptoms of postoperative adhesion after thyroidectomy are 
common but decrease over time. The application of an HA- 
CMC membrane in thyroidectomy is safe but the antiadhesive 
effect of HA-CMC membrane in thyroid surgery is still 
uncertain. Further investigation is needed to confirm the anti- 
adhesive effect of HA-CMC membrane in thyroid surgery. 
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